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Electrometer: TSI model 3068B
#70838596, Last calibration in September 2018

Bubble flow meter ‘Gilibrator’, Gilian (Sensidyne)
#1711008-S, Last calibration in November 2017

Summary of Intercomparison

Status:

The candidate passed the quality standards of ACTRIS and GAW. The candidate reached
100% efficiency at 40 nm. The Dp50 is at 8.31 nm. The CPC efficiency curve corresponds to

the standard of ACTRIS and GAW.



Laboratory setup
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Tube furnace 945 °C —
1200 °C
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Dilution
Sintering by 500°C
Cooling down to 20°C
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Bipolar diffusion charger (Kr.85)
Differential Mobility Analyzer (DMA)
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Aerosol generation
with silver particles

Particle size selection

, with lab MPSS
Turbulent diluter
DE-TROPOS ACTRIS RR BOX_1 Nilu
Model: TSI 3772 € SN 3772154401
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Additional Equipment:
Reference Electrometer TSI
Vacuum pump & [ 30688 Serial pumber: Bt S Sl i Sl

Technologies
Personal computer




Leibniz Institute for
Tropospheric Research

ACTRIS-2 ECAC Workshop May 18, 2018 P . N TROPOS

Status of the candidate:

CPC status Pre-Status Final Status
e N e
saturator temp °C 39.0 °C
I N I R
optics temp °C 40.0 °C
I I I I
ambient pressure kPa 100.2 kPa
e || W] P9 ]
nozzle pressure kPa 2.8 kPa
| ferore | ™ % [™]
liquid level - Full -

Special Information regarding to the Candidate:

Was it necessary to: yes/no information

clean the optics no checked

clean the saturator no checked

change the laser no
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CPC efficiency curve of the candidate: Status
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Figure 01: CPC efficiency curve. Based on Electrometer TSI 3068B. Serial number: 70838596

Measured data of the candidate: Status

Dp in nm counting
efficiency
40 nm (start) 1.02
40 nm (end) 1.02

30 nm 1.00

20 nm 0.97

15 nm 0.92

12 nm _

10 nm 0.70
9nm _
e 0.45
7nm _
L 0.06
5 nm _
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